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Abstract
Based on partially-coherent digital in-line holography, we report a field-portable microscope that can render lensfree colour
images over a wide field-of-view of e.g., .20 mm2. This computational holographic microscope weighs less than 145 grams
with dimensions smaller than 176665 cm, making it especially suitable for field settings and point-of-care use. In this
lensfree imaging design, we merged a colorization algorithm with a source shifting based multi-height pixel super-
resolution technique to mitigate ‘rainbow’ like colour artefacts that are typical in holographic imaging. This image
processing scheme is based on transforming the colour components of an RGB image into YUV colour space, which
separates colour information from brightness component of an image. The resolution of our super-resolution colour
microscope was characterized using a USAF test chart to confirm sub-micron spatial resolution, even for reconstructions
that employ multi-height phase recovery to handle dense and connected objects. To further demonstrate the performance
of this colour microscope Papanicolaou (Pap) smears were also successfully imaged. This field-portable and wide-field
computational colour microscope could be useful for tele-medicine applications in resource poor settings.
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Introduction
In recent years there has been a large interest in point of care
(POC) imaging and sensing devices that could permit remote
clinics or doctors’ offices to conduct basic diagnostic tests that are
traditionally restricted to hospitals, requiring a relatively large
capital investment [1–10]. Recent progress in this direction
created various field-portable and cost-effective designs that have
the capacity to perform e.g., flow-cytometry [11], optical
coherence tomography [12,13], water quality monitoring [14],
fluorescent imaging [15–17], and other imaging/sensing tasks
[18,19] even in resource limited settings.
Lensfree holographic on-chip microscopes form an emerging
sub-group of such POC imaging devices, and of digital holography
in general [20–31], offering competitive alternatives to conven-
tional lens-based microscopes, with several key advantages such as
wide field-of-view (FOV) and large depth-of-field, yielding giga-
pixel range phase and amplitude images, in addition to
compactness and cost-effectiveness, making them especially
appealing for global health related applications [32–35].
These computational microscopes do not use any lenses
between the object and the image sensor chip, where the object
is placed in close proximity (, 0.1–1 mm) to the active area of the
sensor chip. A partially coherent light source, e.g., a light emitting
diode (LED) is positioned a few centimetres (, 5–7 cm) away from
the object plane, and the transmitted light pattern through the
object is sampled by the sensor chip [32,36]. Consequently, in this
on-chip imaging geometry rather than directly acquiring an image
of the object, the diffracted light that is transmitted through the
specimen interferes with the unperturbed light from the illumina-
tion source, forming an in-line hologram on the image sensor
plane. As a result of its unit magnification, the imaging FOV is
equivalent to the active area of the image sensor chip, which can
be as large as e.g., 20–30 mm2 for a Complementary Metal-
Oxide-Semiconductor (CMOS) sensor chip or .10 cm2 for a
Charge-Coupled Device (CCD). Accordingly, the FOV of lensfree
on-chip microscopy is significantly wider than the FOV of a lens-
based transmission microscope that has a similar resolution level
[32,37]. An additional advantage of these holographic on-chip
microscopes is that the recorded image can be digitally focused to
different depths, thus allowing screening of large sample volumes
[38–40].
On the other hand, spatial resolution of such lensfree on-chip
microscopes is limited by the pixel size of the image sensor chip.
To digitally circumvent this limitation, and hence improve the
spatial resolution of these computational microscopes, pixel-super
resolution techniques can be utilized by source shifting, which
creates sub-pixel shifted replicas of the same object hologram on
the sensor-array. This pixel super-resolution approach enables us
to reduce the effective pixel-size of the image sensor to digitally
enhance the numerical aperture (NA) of the imaging system by
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e.g., 3 fold, regardless of the sensor type that is used, whether it is a
CMOS or CCD imager chip [41].
Quite interestingly, these features of lensfree on-chip microsco-
py are bound to further improve as new opto-electronic sensors are
created, mostly driven by consumer electronics market, and in
particular cellular phones. Smaller pixel opto-electronic chips with
more megapixels that are constantly being introduced on cellular
phone cameras will continue to improve the performance of
lensfree on-chip microscopes by providing better resolution and/
or larger FOV, breaking the traditional trade-off between
resolution and FOV of conventional lens-based optical microscopy
[32]. As a matter of fact, the pixel count of cellular phone cameras
over the last decade has been following Moore’s Law (see Fig. 1),
which empirically predicts doubling of the transistor count in
Central Processing Units (CPUs) almost every 2 years. Stated
differently, since their large-scale introduction in 2002, camera
phones have continued to double their megapixel count almost
every 2 years, reaching . 40 mega-pixels by the end of 2012. As a
direct result of this continued growth, today lensfree imaging can
routinely achieve giga-pixel range microscopic phase and ampli-
tude images with an effective NA of e.g., ,0.8–0.9 across a wide
FOV of . 20 mm2 [32,37,41].
One of the remaining challenges for lensfree field-portable
holographic microscopy is high-resolution colour imaging. Colour
information in microscopy is rather significant as it serves as a
contrast mechanism; for example colour may be used to
differentiate different populations of cells using staining such as
Trypan blue which is commonly used as a cell viability stain [42].
In addition to this, colour also has a psychological effect since
cytotechnologists, pathologists and physicians are in general
trained to observe specimen in colour.
To address this challenge for holographic on-chip microscopy,
here we present a lensfree super-resolution colour microscope
design, which is cost-effective and field-portable, weighing , 145
grams with dimensions of , 176665 cm (see Fig. 2). In this field-
portable colour microscope, we introduce an image processing
technique that mitigates ‘rainbow’ like colour artefacts (see e.g.,
Fig. 3a) that are characteristic of digital holography [43–47]. This
colorization technique is based on transforming the lensfree RGB
image into the YUV colour space [48,49], which separates the
brightness component of the image (i.e., Y channel) from its colour
components (i.e., U and V channels). As a result of this, to achieve
sub-micron spatial resolution in colour, there is no need to capture
three distinct pixel super-resolved holograms, each with a different
illumination colour (i.e., red, green and blue). In fact, it is sufficient
to acquire only one pixel super-resolved lensfree image with a
single illumination wavelength (e.g., green) which can serve as the
Y channel of the colour image, preserving the sub-micron
resolution over a large FOV. To obtain the remaining U and V
channels of the colour image, since there is no need for pixel
super-resolution, three LEDs at red, green and blue wavelengths
would be sufficient. To demonstrate the resolution and colour
imaging capabilities of this field-portable holographic microscope,
we imaged a USAF resolution test chart and colour stained
Papanicolaou (Pap) smears, which are widely used for pre-
screening of cervical cancer [50,51].
Recently, we also introduced a lensfree colour microscopy
concept, which uses similar image processing methods to mitigate
‘rainbow’ like colour artefacts. However, this previous work was
performed on a bench-top system within a well-controlled
environment, which involved an optical table as well as a
mechanical micro-stage and a monochromator to control the
illumination position and the wavelength [52]. Here we introduce
a novel design and the experimental implementation of a field-
portable, light-weight and cost-effective colour microscope, which
is based on inexpensive components such as an array of LEDs and
Figure 1. A different view of Moore’s law. A comparison of transistor counts in central processing units (CPUs) versus the pixel counts on cellular
phone cameras. The transistor count has several data points for each year, while the cellular phone pixel count has only one data point, which
corresponds to the maximum pixel count introduced in that year.
doi:10.1371/journal.pone.0076475.g001
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3D printed plastic enclosure. This field-portable, cost-effective and
wide-field colour microscope could be significant especially for
tele-pathology and micro-biology applications in resource limited
environments and developing countries.
Methods
Field-portable colour microscope design
Our field-portable microscope (see Fig. 2) is designed to enable
both pixel super-resolution and colour imaging by separating a set
of low-cost LEDs that serve as the illumination source into two
groups. The first group of LEDs enables pixel super-resolution
imaging based on a shift of the source location; it contains 17
green LEDs that are butt-coupled to multi-mode fibers (each with
0.1 mm core diameter, Thorlabs, AFS-105/125Y). The emission
of these green LEDs is also passed through a colour filter after
each fiber end (bandwidth , 3 nm, centred around 532 nm,
Thorlabs, FL532-3) to achieve the temporal coherence that is
required for capturing high NA in-line holograms at the detector
plane. To implement pixel-super resolution by source shifting,
these green LEDs of the first group are arranged into a line, which
is tilted 45 degrees relative to the image sensor edges (see Fig. 2.b),
such that the acquired lensfree holograms can be sub-pixel shifted
along both X and Y directions.
The second group of LEDs enables the acquisition of lower
resolution lensfree colour images, and it is composed of only three
LEDs: one blue, one green, and one red, with l = 470 nm,
527 nm and 625 nm, respectively. The illumination bandwidth of
each one of these LEDs is rather broad, e.g., , 45 nm, and since
pixel super-resolution is not needed here, we did not employ a
colour filter for these second group of LEDs. Each LED is still
butt-coupled to a multi-mode fiber (0.1 mm core diameter), as
illustrated in Fig. 2.c.
All these 20 LEDs are individually controlled by a micro-
controller (Atmel, ATmega8515), which sequentially turns on and
off each LED within the array, while the image sensor captures
lensfree holograms. The image capture and illumination are
controlled in LabVIEW, and consequently the entire imaging
process, including auto-exposure, is fully automated and is
controlled using a laptop computer with a USB connection to
the field-portable microscope.
The distance between the fibers’ free ends (which are cleaved)
and the object plane is designed to be , 6 cm for two reasons:
first, to allow the partially-coherent illumination light to gain
sufficient spatial coherence before impinging on the sample plane,
and second to ensure that each LED will illuminate the sample
with an angle that is less than three degrees compared to the
surface normal. This restriction is of paramount importance for
pixel-super resolution based microscopy, since it enables capturing
the same cross-section of the object in each sub-pixel shifted
transmission image.
The above described multi-source illumination module is then
connected to the sample holder and a cost-effective, custom-
designed Z-stage (see Fig. 2.b). This Z-stage has a coarse axial
resolution of , 10–15 mm, and it is used to move the CMOS
sensor chip (1.67 mm pixel size, 10 mega-pixel, monochrome) up
and down compared to the sample plane, which is required for
achieving multi-height based phase-recovery. This multi-height
phase-recovery process enables imaging of dense and connected
samples, such as pathology slides, by iteratively eliminating the
twin image noise, which is an artefact of in-line holography. This
Z-stage is custom built from a lens-tube (Thorlabs, SM1L03) and a
threading adapter (Thorlabs, SM1A10), which is glued to the field-
portable microscope enclosure.
Digital colorization of lensfree holographic images
To obtain high fidelity colour reproduction of the imaged
object, three sequential lensfree holograms are initially acquired,
each with a different illumination wavelength: blue, green and red
(l = 470 nm, 527 nm and 625 nm, respectively). Then, the
background mean values of these holograms are equalized to
digitally compensate for power and fiber coupling efficiency
variations between different LEDs in our microscope design.
These resulting in-line holograms are then back propagated to the
object plane (see Fig. 3.a). If these in-line holograms were simply
combined into an RGB image [43], a ‘rainbow’ like colour artefact
would corrupt the image [43–47]. Therefore, to mitigate this
artefact, the lensfree RGB image is initially converted into the
Figure 2. A portable lensfree super-resolution colour microscope. (a) A photograph of the microscope that weighs , 145 grams. (b) A
schematic diagram of the microscope; the LED array is separated into two groups, the first group enables pixel super-resolution based on source
shifting, and it contains 17 green LEDs (l = 527 nm) where each LED is butt-coupled to a multi-mode fiber and its emission passes through a colour
filter as shown in the inset. The second group of LEDs enables the acquisition of a lower resolution colour image and it is composed of three LEDs (l
= 470 nm, 527 nm and 625 nm). (c) A photograph of one of the 17 green LEDs (left) and the blue unfiltered LED (right).
doi:10.1371/journal.pone.0076475.g002
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YUV colour space using Colorspace Transformations package
that is processed in MATLAB. The YUV colour space separates
the brightness information (Y channel) from the colour informa-
tion of the image (U and V channels), and therefore by averaging
only the colour components with a rectangular window (, 13 mm
edge size), the ‘rainbow’ like colour artefact of lensfree holographic
images can be mitigated (Fig. 3.a). However, the spatial resolution
of the resulting image becomes relatively low, and to enhance its
resolution, the brightness component (Y channel) is entirely
replaced by the pixel super-resolved image of the object (Fig.
3.b), which is obtained by using 17 green LEDs that are butt-
coupled to a linear array of multi-mode fiber optic cables, as
detailed earlier. The resulting colour image has the brightness
component (Y channel) from Fig. 3.b that is super-resolved, and
the colour information (U-V channels) from Fig. 3.a.
To further enhance the contrast of important sub-cellular
features such as cell nuclei, which are typically absorbing and
characterized by low intensity values in their lensfree transmission
images, dark areas within the brightness (Y) channel were not
coloured. These dark areas of an image were detected by
thresholding the super-resolved brightness image. The resulting
‘hybrid’ YUV image is then converted back to RGB colour space
to achieve high fidelity colour representation, as illustrated in Fig.
3.c, which is in very good agreement with a conventional lens-
based microscope image of the same sample.
Source shifting based pixel super-resolution
Pixel super-resolution is a computational method that synthe-
sizes one high-resolution image from a set of sub-pixel shifted
lower resolution images of the same scene/object [53–58]. The
resulting high-resolution image is effectively equivalent to digitiz-
ing the object with a smaller pixel-size sensor. In our field-portable
microscope, we shift the light source (LED) location by sequen-
tially illuminating the sample with 17 colour filtered LEDs
(Fig. 2.b), each of which is butt-coupled to a multi-mode fiber.
The sub-pixel shifts between different holograms are evaluated
automatically by implementing an iterative gradient method [55].
These relative shifts together with the lower resolution raw
holograms are then provided as inputs to a least-square
optimization problem to estimate a high-resolution (i.e., super-
resolved) hologram that is consistent with the lower resolution
measured lensfree holograms, while also penalizing for high-
frequency components that might arise due to measurement noise.
This optimization problem can be quickly solved by a conjugate
gradient method [53], which typically converges within ,10
iterations.
Multi-height phase-recovery
A well-known artefact of in-line holography is the twin image
noise, which corrupts the reconstructed holograms especially for
spatially dense and connected samples [59]. To mitigate this twin
image noise, various phase-recovery approaches were devised
[36,59]. In this work, we implemented a multi-height phase-
recovery approach since it does not need prior knowledge about
the object shape or dimensions [60–64]. This iterative phase
recovery approach uses few intensity measurements (e.g., 3–4),
where each measurement is obtained at a different sample to
sensor distance (i.e., height). The multi-height phase-recovery
Figure 3. Image processing block diagrams. (a) For creating a lower resolution colour image of the specimen, three lower resolution holograms
are acquired, each with a different illumination wavelength (l = 470 nm, 527 nm and 625 nm). A previous approach that simply combines these
three holograms into a RGB image results in a ‘rainbow’ like colour artefact. The current approach eliminates the colour noise by averaging the
colours in the YUV colour space. (b) The flowchart for acquiring and processing a super-resolved multi-height phase-recovery based grey-scale image.
(c) A colour image with sub-micron spatial resolution (shown on the left) is rendered by replacing the lower resolution brightness component from
(a) with the super-resolved brightness component from (b) in the YUV colour space.
doi:10.1371/journal.pone.0076475.g003
Field-Portable Super-Resolution Colour Microscope
PLOS ONE | www.plosone.org 4 September 2013 | Volume 8 | Issue 9 | e76475
approach propagates the super-resolved holograms between
different heights, and at each step the algorithm enforces the
super-resolved hologram intensity, while keeping the resulting
phase from the previous iteration untouched. After several
iterations (e.g., 5–10) the missing phase is retrieved and the twin
image noise is significantly suppressed. In our implementation, to
change the distance between the image sensor and the sample
planes, a cost-effective and custom-designed Z-stage was used (see
Fig. 2). In case the sample is too thick to fit into the insertion tray
of our microscope, various glass cover slips with different
thicknesses can also be placed between the sample and the image
sensor to change the sample’s height compared to the sensor chip.
An auto-focus algorithm was also implemented to automatically
estimate the sample to sensor distance for each raw hologram
without the need for an independent measurement of the sample
height [14].
Hologram reconstruction - focusing back to the object
plane
After the phase recovery steps described earlier, the final
holographic reconstruction process includes the multiplication of
the complex hologram with a reference wave, which in our
imaging geometry can be approximated as a plane wave. The
hologram can then be back propagated to the object plane by
using the free space transfer function in the frequency domain
[59]. This computational step results in a complex image,
containing both the amplitude and phase information of the
objects.
Results
To quantify the spatial resolution of our field-portable
microscope as a function of the number of heights used in our
multi-height phase-recovery process, a 1951 USAF resolution test
chart was imaged. In our image reconstruction process, we
followed the computational flowchart shown in Fig. 3.b. Fig. 4.a
shows the reconstructed amplitude image using only one height
(Z = 694 mm), which clearly resolves a line-width of 0.87 mm
using a CMOS imager chip that has a pixel size of 1.67 mm. Fig.
4.b, on the other hand, shows the reconstructed amplitude image
using two different heights (694 mm and 922 mm), which resolves a
line-width of 0.98 mm. It is clear that using two different heights,
the twin image noise is suppressed in comparison to Fig. 4.a;
however, the resolution is also slightly degraded due to possible
errors in spatial registration of the two super-resolved holograms
acquired at different heights. When using three heights (694 mm,
922 mm and 958 mm), no additional degradation in resolution is
observed as illustrated in Fig. 4.c; nevertheless the twin image
noise is now significantly cleared (for instance, the dark vertical
lines in Fig. 4.a are not present in Fig. 4.c). In these experiments,
our goal was to illustrate this significant reduction of twin image
related spatial artefacts, while also demonstrating that cross-
registration of multi-height super-resolved holograms and their
FOVs does not introduce a major resolution loss, still permitting
sub-micron resolution as shown in Figs. 4.b and 4.c.
To further illustrate the performance of our field-portable
colour microscope, next we imaged Pap smear samples over a
wide FOV of , 21 mm2, the results of which are summarized in
Figs. 5 and 6. Pap test is a cytology-based method that is
extensively used to diagnose cervical cancer, which is the second
most common cancer in women worldwide [51]. Optical
microscopy can be considered as one of the gold standard
techniques for early detection of premalignant and/or malignant
cells in a Pap smear, a task that is labour intensive and tedious,
since in early stages of cervical cancer only a few cells among
thousands of cells will statistically be abnormal. Moreover colour is
important in Pap tests since it allows differentiating between
different states/types of cells on a Pap smear slide [65]. To create
the lensfree colour images shown in Figs. 5 and 6, the
computational flowchart of Fig. 3 was utilized, where pixel
Figure 4. Quantification of the spatial resolution as a function of the number of heights used in our multi-height phase-recovery
process. (a) Amplitude image that was reconstructed using one height. (b) Amplitude image that was reconstructed using two heights. (c)
Amplitude image that was reconstructed using three heights. Cross sections of the smallest resolved gratings are provided below each reconstructed
image. Pixel size of the monochrome CMOS chip used in our field-portable microscope is 1.67 mm. Note that using a CMOS imager chip that has a
smaller pixel size (e.g., ,1.1 mm) [37], a higher spatial resolution of e.g., ,300 nm can also be achieved using the same lensfree imaging technique
[41].
doi:10.1371/journal.pone.0076475.g004
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Figure 5. A wide FOV (,21 mm2) lensfree colour image of a Pap smear sample (ThinPrepH preparation). The Pap test was reconstructed
using pixel super-resolved holograms acquired at four different heights (1069 mm, 1117 mm, 1159 mm and 1205 mm). For comparison purposes, 206
microscopes images (0.5 NA objective lens) of the same specimen are also provided.
doi:10.1371/journal.pone.0076475.g005
Figure 6. A wide FOV (,21 mm2) lensfree colour image of a Pap smear sample (ThinPrepH preparation). The Pap test was reconstructed
using pixel super-resolved holograms acquired at three different heights (860 mm, 1040 mm and 1080 mm). For comparison purposes, 106
microscopes images (0.25 NA objective lens) are also provided, located above their corresponding lensfree colour images.
doi:10.1371/journal.pone.0076475.g006
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super-resolved holograms were synthesized at three/four different
heights and five multi-height phase-recovery iterations were
computed. Our reconstructed lensfree colour images provide very
good agreement with 206microscope objective (0.5 NA) images in
Fig. 5 and with 106microscope objective (0.25 NA) images in Fig.
6, which are provided for comparison purposes. These results
demonstrate the potential of this field-portable colour microscope
for tele-pathology and micro-biology applications, making it
especially relevant for various global health applications.
Discussion
Since the low-resolution colour image is overlaid on the high-
resolution brightness image, it is evident that our microscope has a
significantly better resolution in the brightness channel than in the
colour channel. Unlike the brightness channel, where the spatial
resolution is determined by the effective pixel size of the image
sensor after pixel super-resolution, e.g., #500 nm, the colour
resolution is determined by the size of the averaging window in the
YUV colour space (e.g., , 13 mm), which is used to mitigate the
rainbow colour artefacts in reconstructed holographic images.
However, in the context of Pap tests or pathology in general, this
resolution mismatch between the colour (i.e., UV) and brightness
(i.e., Y) channels is irrelevant. Sub-micrometer resolution is
required in clinical pathology applications to observe the cells’
boundaries and nuclei; this information is provided in the
brightness channel of our field-portable microscope. On the other
hand, the colour information is used as a visual marker to
distinguish among different cell types; therefore lower colour
resolution requirements are acceptable. Moreover, the physical
process of colour staining creates an inherent resolution loss as the
dye molecules diffuse inside the stained cell, creating smoothened
boundaries. Consequently, the presented microscopic colorization
scheme satisfies pathology needs, as it provides accurate colour
information that would have been normally concealed by the
rainbow artefacts of holographic imaging.
To validate that our field-portable microscope can satisfy
pathology needs, we specifically imaged some abnormal cells in a
Pap smear as shown in Fig. 7 (marked by white arrows). A
professional cytotechnologist confirmed the abnormality of these
cells beforehand and the cells were imaged with our field-portable
device. Abnormal cells have generally distinct spatial features such
as a large nuclear-cytoplasmic ratio and/or an irregular cytoplasm
shape. Figures 7.a-c illustrate the lensfree colour images obtained
by our field-portable microscope using four different sample
heights (i.e., 1069 mm, 1117 mm, 1159 mm and 1205 mm). These
lensfree images shown in Figs. 7.a-c agree very well with the
corresponding 206microscope objective (0.5 NA) images that are
provided in Figs. 7.d-f, respectively, illustrating that our field-
portable colour microscope preserves the spatial features of
interest within abnormal cells. Here we should also emphasize
that this work does ‘not’ claim automated diagnosis of Pap smears
and does ‘not’ aim to replace the pathologist or the cytotechnol-
ogist; but rather aims to create a field-portable and cost-effective
high-throughput microscope that can provide decent quality and
high-resolution colour images of various specimen that can be used
by professionals for e.g., tele-pathology and remote diagnostics
purposes.
It is interesting to note that in this computational colour
microscope, while the usage of multiple heights offers superior
twin image elimination, it also comes with the cost of partially
degrading the spatial resolution of the image as well increasing the
reconstruction time. Typically, the twin image noise is strong when
the specimen is spatially dense and connected, and it gets weaker
when the specimen is spatially sparse. Therefore, if sub-micron
resolution is sufficient for a certain imaging application/need, the
number of heights to be used in the multi-height phase-recovery
process depends on the spatial density of the sample of interest.
For samples that are spatially dense and/or require the
investigation of fine features obscured by twin image related
artefacts (as in the case of Pap smear samples, see e.g., Fig. 5), the
Figure 7. Lensfree computational images of abnormal cells in a Pap smear sample. (a), (b) and (c) lensfree Pap smear images of abnormal
cells (pointed by white arrows), which generally exhibit large nucleus in comparison to their cytoplasm as well as an irregular cytoplasm shape. (d), (e)
and (f) microscope comparison images for (a), (b) and (c), respectively, obtained using a 206microscope objective (0.5 NA).
doi:10.1371/journal.pone.0076475.g007
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multi-height phase-recovery process might require more than two
different heights in order to produce acceptable results and
effectively eliminate the twin image noise. As a solution to this
need, our field-portable colour microscope offers the flexibility to
acquire super-resolved holograms at any necessary number of
sample heights, thus enabling computational colour imaging of
dense and connected specimen. Finally, we should emphasize that
using a CMOS imager chip that has an even smaller pixel size
(e.g., ,1.1 mm) [37], a higher spatial resolution of , 300 nm can
also be achieved using the same computational imaging technique
[41].
Conclusions
We demonstrated a field-portable colour microscope that can
achieve sub-micron resolution over a wide FOV of e.g., .
21 mm2. Given its light weight (, 145 grams) and small
dimensions (, 17 cm66 cm65 cm), this computational micro-
scope is especially suitable for field use. This microscope’s design
combines pixel super-resolution and multi-height phase-recovery
techniques with a colorization algorithm to significantly reduce
‘rainbow’ like artefacts observed in colour holographic imaging.
To demonstrate the resolution and colour imaging capabilities of
this computational microscope, we imaged a resolution test target
and stained Pap smear samples. This light-weight, cost-effective
and wide-field colour microscope might be rather useful for tele-
pathology and micro-biology applications in resource poor settings
and developing countries.
Author Contributions
Conceived and designed the experiments: AG AO. Performed the
experiments: AG NA AF WL. Analyzed the data: AG AF. Contributed
reagents/materials/analysis tools: AG NA AF WL. Wrote the paper: AG
AO. Supervised the project: AO.
References
1. Wang J (2006) Electrochemical biosensors: towards point-of-care cancer
diagnostics. Biosens Bioelectron 21: 1887–1892.
2. Myers FB, Lee LP (2008) Innovations in optical microfluidic technologies for
point-of-care diagnostics. Lab Chip 8: 2015–2031.
3. Ramachandraiah H, Amasia M, Cole J, Sheard P, Pickhaver S, et al. (2013)
Lab-on-DVD: standard DVD drives as a novel laser scanning microscope for
image based point of care diagnostics. Lab Chip 13: 1578–1585.
4. Long K, Gallegos D, Yu H, Clark P, Lin Y, et al. (2013) Label-free biodetection
using a smartphone. Lab Chip 13: 2124–2132.
5. Kim SB, Bae H, Cha JM, Moon SJ, Dokmeci MR, et al. (2011) A cell-based
biosensor for real-time detection of cardiotoxicity using lensfree imaging. Lab
Chip 11: 1801–1807.
6. Breslauer DN, Maamari RN, Switz NA, Lam WA, Fletcher DA (2009) Mobile
phone based clinical microscopy for global health applications. PLoS One 4:
e6320.
7. Zhu H, Isikman SO, Mudanyali O, Greenbaum A, Ozcan A (2012) Optical
imaging techniques for point-of-care diagnostics. Lab Chip 13: 51–67.
8. Martinez AW, Phillips ST, Carrilho E, Thomas SW, Sindi H, et al. (2008)
Simple telemedicine for developing regions: camera phones and paper-based
microfluidic devices for real-time, off-site diagnosis. Anal Chem 80: 3699–3707.
9. Pamplona VF, Passos EB, Zizka J, Oliveira MM, Lawson E, et al. (2011)
CATRA: interactive measuring and modeling of cataracts. ACM Trans Graph
30: 47.
10. Kumar K, Hoshino K, Zhang X (2008) Handheld subcellular-resolution single-
fiber confocal microscope using high-reflectivity two-axis vertical combdrive
silicon microscanner. Biomed Microdevices 10: 653–660.
11. Zhu H, Mavandadi S, Coskun AF, Yaglidere O, Ozcan A (2011) Optofluidic
fluorescent imaging cytometry on a cell phone. Anal Chem 83: 6641–6647.
12. Iftimia NV, Bouma BE, Pitman MB, Goldberg B, Bressner J, et al. (2005) A
portable, low coherence interferometry based instrument for fine needle
aspiration biopsy guidance. Rev Sci Instrum 76: 064301–064306.
13. Goldberg BD, Nezam SMRM, Jillella P, Bouma BE, Tearney GJ (2009)
Miniature swept source for point of care optical frequency domain imaging. Opt
Express 17: 3619–3629.
14. Mudanyali O, Oztoprak C, Tseng D, Erlinger A, Ozcan A (2010) Detection of
waterborne parasites using field-portable and cost-effective lensfree microscopy.
Lab Chip 10: 2419–2423.
15. Ghosh KK, Burns LD, Cocker ED, Nimmerjahn A, Ziv Y, et al. (2011)
Miniaturized integration of a fluorescence microscope. Nat Methods 8: 871–878.
16. Miller AR, Davis GL, Oden ZM, Razavi MR, Fateh A, et al. (2010) Portable,
battery-operated, low-cost, bright field and fluorescence microscope. PLoS One
5: e11890.
17. Zhu H, Yaglidere O, Su TW, Tseng D, Ozcan A (2011) Cost-effective and
compact wide-field fluorescent imaging on a cell-phone. Lab Chip 11: 315–322.
18. Cui X, Lee LM, Heng X, Zhong W, Sternberg PW, et al. (2008) Lensless high-
resolution on-chip optofluidic microscopes for Caenorhabditis elegans and cell
imaging. Proc Natl Acad Sci U S A: 105, 10670–10675.
19. Balsam J, Ossandon M, Kostov Y, Bruck HA, Rasooly A (2011) Lensless CCD-
based fluorometer using a micromachined optical So¨ller collimator. Lab Chip
11: 941–949.
20. Ferraro P, Grilli S, Miccio L, Alfieri D, De Nicola S, et al. (2008) Full color 3-D
imaging by digital holography and removal of chromatic aberrations. J Display
Technol 4: 97–100.
21. Javidi B, Ferraro P, Hong SH, De Nicola S, Finizio A, et al. (2005) Three-
dimensional image fusion by use of multiwavelength digital holography. Opt
Lett 30: 144–146.
22. Paturzo M, Finizio A, and Ferraro P (2011) Simultaneous multiplane imaging in
digital holographic microscopy. J Display Technol 7: 24–28.
23. Memmolo P, Iannone M, Ventre M, Netti PA, Finizio A, et al. (2012) On the
holographic 3D tracking of in vitro cells characterized by a highly-morphological
change. Opt Express 20: 28485–28493.
24. Pelagotti A, Paturzo M, Locatelli M, Geltrude A, Meucci R, et al. (2012) An
automatic method for assembling a large synthetic aperture digital hologram.
Opt Express 20: 4830–4839.
25. Stern A, Javidi B (2008) Space-bandwidth conditions for efficient phase-shifting
digital holographic microscopy. J Opt Soc Am A 25: 736–741.
26. Brady DJ, Choi K, Marks DL, Horisaki R, Lim S (2009) Compressive
holography. Opt Express 17: 13040–13049.
27. Choi K, Horisaki R, Hahn J, Lim S, Marks DL, et al. (2010) Compressive
holography of diffuse objects. Appl Opt 49: H1–H10.
28. Kikuchi Y, Barada D, Kiire T, Yatagai T (2010) Doppler phase-shifting digital
holography and its application to surface shape measurement. Opt Lett 35:
1548–1550.
29. Lai G and Yatagai T (1991) Generalized phase-shifting interferometry. J Opt
Soc Am A 8: 822–827.
30. Garcia-Sucerquia J, Xu W, Jericho MH, Kreuzer HJ (2006) Immersion digital
in-line holographic microscopy. Opt Lett 31: 1211–1213.
31. Shaffer E, Pavillon N, Depeursinge C (2012) Single-shot, simultaneous
incoherent and holographic microscopy. J Microsc 245: 49–62.
32. Greenbaum A, Luo W, Su TW, Go¨ro¨cs Z, Xue L, et al. (2012) Imaging without
lenses: achievements and remaining challenges of wide-field on-chip microscopy.
Nat Methods 9: 889–895.
33. Biener G, Greenbaum A, Isikman SO, Lee K, Tseng D, et al. (2011) Combined
reflection and transmission microscope for telemedicine applications in field
settings. Lab Chip 11: 2738–2743.
34. Isikman SO, Greenbaum A, Luo W, Coskun AF, Ozcan A (2012) Giga-pixel
lensfree holographic microscopy and tomography using color image sensors.
PLoS One 7: e45044.
35. Mudanyali O, McLeod E, Luo W, Greenbaum A, Coskun AF, et al. (2013)
Wide-field optical detection of nano-particles using on-chip microscopy and self-
assembled nano-lenses. Nat Photonics 7: 247–254.
36. Mudanyali O, Tseng D, Oh C, Isikman SO, Sencan I, et al. (2010) Compact,
light-weight and cost-effective microscope based on lensless incoherent
holography for telemedicine applications. Lab Chip 10: 1417–1428.
37. McLeod E, Luo W, Mudanyali O, Greenbaum A, Ozcan A (2013) Toward giga-
pixel nanoscopy on a chip: a computational wide-field look at the nano-scale
without the use of lenses. Lab Chip 13: 2028–2035.
38. Su TW, Erlinger A, Tseng D, Ozcan A (2010) Compact and light-weight
automated semen analysis platform using lensfree on-chip microscopy. Anal
Chem 82: 8307–8312.
39. Su TW, Xue L, Ozcan A (2012) High-throughput lensfree 3D tracking of
human sperms reveals rare statistics of helical trajectories. Proc Natl Acad Sci U
S A 109: 16018–16022.
40. Su TW, Choi I, Feng J, Huang K, McLeod E, et al. (2013) Sperm trajectories
form chiral ribbons. Sci Rep 3: 1664.
41. Greenbaum A, Luo W, Khademhosseinieh B, Su TW, Coskun AF, et al. (2013)
Increased space-bandwidth product in pixel super-resolved lensfree on-chip
microscopy. Sci Rep 3: 1717.
42. Louis KS, Siegel AC (2011) Cell viability analysis using trypan blue: manual and
automated methods. Methods Mol Biol 740: 7–12.
43. Isikman SO, Sencan I, Mudanyali O, Bishara W, Oztoprak C, et al. (2010)
Color and monochrome lensless on-chip imaging of Caenorhabditis elegans over
a wide field-of-view. Lab Chip 10: 1109–1112.
Field-Portable Super-Resolution Colour Microscope
PLOS ONE | www.plosone.org 8 September 2013 | Volume 8 | Issue 9 | e76475
44. Garcia-Sucerquia J (2012) Color lensless digital holographic microscopy with
micrometer resolution. Opt Lett 37: 1724–1726.
45. Go¨ro¨cs Z, Orzo´ L, Kiss M, To´th V, To˝ke´s S (2010) In-line color digital
holographic microscope for water quality measurements. Proc SPIE 7316:
737614–737614.
46. Xia P, Shimozato Y, Ito Y, Tahara T, Kakue T, et al. (2011) Improvement of
color reproduction in color digital holography by using spectral estimation
technique. Appl Opt 50: H177–182.
47. Toge H, Fujiwara H, Sato K (2008) One-shot digital holography for recording
color 3-D images. Proc SPIE 6912: 69120U.
48. Jack K (2011) Video demystified: a handbook for the digital engineer. Elsevier
inc.
49. Levin A, Lischinski D, Weiss Y (2004) Colorization using optimization. ACM
Trans Graph 23: 689–694.
50. Baker JJ (2002) Conventional and liquid-based cervicovaginal cytology: a
comparison study with clinical and histologic follow-up. Diagn Cytopathol 27:
185–188.
51. Schiffman M, Castle PE, Jeronimo J, Rodriguez AC, Wacholder S (2007)
Human papillomavirus and cervical cancer. Lancet 370: 890–907.
52. Greenbaum A, Feizi A, Akbari N, Ozcan A (2013) Wide-field computational
color imaging using pixel super-resolved on-chip microscopy. Opt Express 21:
12469–12483.
53. Bishara W, Su TW, Coskun AF, Ozcan A (2010) Lensfree on-chip microscopy
over a wide field-of-view using pixel super-resolution. Opt Express 18: 11181–
11191.
54. Bishara W, Sikora U, Mudanyali O, Su TW, Yaglidere O, et al. (2011)
Holographic pixel super-resolution in portable lensless on-chip microscopy using
a fiber-optic array. Lab Chip 11: 1276–1279.
55. Hardie RC, Barnard KJ, Bognar JG, Armstrong EE, Watson EA (1998) High
resolution image reconstruction from a sequence of rotated and translated
frames and its application to an infrared imaging system. Opt Eng 37: 247.
56. Park S, Park M, Kang M (2003) Super-resolution image reconstruction: a
technical overview. IEEE Signal Process Mag 20: 21–36.
57. Elad M, Hel-Or Y (2001) A fast super-resolution reconstruction algorithm for
pure translational motion and common space-invariant blur. IEEE Trans Image
Process 10: 1187 –1193.
58. Farsiu S, Elad M, Milanfar P (2006) Multiframe demosaicing and super-
resolution of color images. IEEE Trans Image Process 15: 141 –159.
59. Goodman JW (2005) Introduction to fourier optics. Roberts & Company
Publishers.
60. Allen LJ, Oxley MP (2001) Phase retrieval from series of images obtained by
defocus variation. Opt Commun 199: 65–75.
61. Almoro P, Pedrini G, Osten W (2006) Complete wavefront reconstruction using
sequential intensity measurements of a volume speckle field. Appl Opt 45: 8596–
8605.
62. Zhang Y, Pedrini G, Osten W, Tiziani H (2003) Whole optical wave field
reconstruction from double or multi in-line holograms by phase retrieval
algorithm. Opt Express 11: 3234–3241.
63. Greenbaum A, Ozcan A (2012) Maskless imaging of dense samples using pixel
super-resolution based multi-height lensfree on-chip microscopy. Opt Express
20: 3129–3143.
64. Greenbaum A, Sikora U, Ozcan A (2012) Field-portable wide-field microscopy
of dense samples using multi-height pixel super-resolution based lensfree
imaging. Lab Chip 12: 1242–1245.
65. Celebi ME, Schaefer G (2013) Color medical image analysis. Springer.
Field-Portable Super-Resolution Colour Microscope
PLOS ONE | www.plosone.org 9 September 2013 | Volume 8 | Issue 9 | e76475
